
Introduction

In addition to biomicroscopic examination, the use of scanner slit topography, interferometry, 
Scheimpflug imaging, and optical coherence tomography devices is increasing for preoperative 
evaluation or patient follow-up to diagnose the anterior segment. More accurate measurements 
of the anterior segment parameters through imaging methods reduce diagnostic and treatment 
errors. The technical characteristics of the devices and the measurement techniques influence the 
repeatability and comparability of the measurements of patient characteristics.

Nidek AL-Scan (Nidek, Aichi, Japan) is an optical biometry device used to calculate the intraocular 
lens (IOL) degree before cataract surgery. The main advantages of the device are minimizing the 
user-induced measurement errors and the errors resulting from eye movement because it is a 3D 
automatic eye movement monitoring system and the absence of measurement errors caused by 
corneal indentation due to the fact that it is a non-contact measuring device (1).

The Sirius topographer (Costruzione Strumenti Ophthalmologist, Florence, Italy) is a frontal seg-
ment analyzer that evaluates all the data obtained from a rotating Scheimpflug camera and a 
Placido disc imaging system. Topographic measurements that include anterior-posterior corneal 
elevation maps, corneal thickness, anterior chamber depth (ACD), and keratometry are the basic 
measurement parameters (2). The diagnosis and follow-up of corneal diseases are used for evalu-
ation before refractive surgery and for its follow-up process.

Effective lens position (ELP) is the measured distance between the cornea and the IOL after cata-
ract surgery (3). An incorrect estimate of the ELP position is the most important cause of refractive 
errors after cataract surgery (4). The first and second generation lens power calculation formulas 
calculate ELP using the axial length and keratometry values (5). New generation formulas, such as 
Holladay 2 and Haigis, use ACD in ELP calculation (3, 5, 6). Errors in the measurement of ACD result 
in the miscalculations of ELP and postoperative refractive errors in these formulas (6).

The aim of the present study was to determine whether there is a difference in central corneal 
thickness (CCT) and ACD parameters in measurements obtained from Nidek AL-Scan and Siri-
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us topography devices, which are reported to measure CCT and 
ACD parameters in childhood and young adulthood by using the 
Scheimpflug method with high repeatability (2, 7).

Methods

One hundred forty-seven eyes of 78 patients who applied to an 
outpatient clinic examination of Kanuni Sultan Süleyman Training 
and Research Hospital Clinic of Ophthalmology were included in 
the study. The study was conducted in accordance with the prin-
ciples of the Declaration of Helsinki. Parental or guardian consent 
was obtained from the legal parents or guardians of all patients.

A thorough ophthalmologic examination that included refraction, 
biomicroscopy, and ophthalmic examination was performed on all 
patients. Patients with additional ocular diseases other than refrac-
tive error and who underwent intraocular surgery were excluded 
from the study. Patients with >5 diopters (D) of myopia and >3 D 
of hyperopia were also excluded.

Measuring devices

The Sirius topography instrument is an anterior segment analy-
sis system combining a monochromatic 360-degree rotating 
Scheimpflug camera with a 22-ring Placido disc. It takes 25 radial 
sections from the cornea and the front chamber. It calculates the 
corneal anterior surface measurements by analyzing the soft-
ware of Scheimpflug camera and Placido disc measurements. All 
other measurements for internal structures are derived from the 
Scheimpflug camera.

The Nidek AL-Scan instrument measures ACD and CCT with the 
aid of Scheimpflug imaging and performs AL measurements via 
partially coherent laser interferometry technology (7). The corneal 
refractive power and the flattest and steepest meridians of the cor-
nea are calculated using a photodetector by calculating the rings 
projected onto the patient’s cornea.

Measurement technique

All measurements were performed by the same doctor from 12:00 
pm to 13:30 pm on Sirius and AL-Scan. Each measurement had at 
least 5-minute intervals. Measurements were obtained on the AL-
Scan and Sirius devices, and patients were instructed to blink their 
eyes after each internal fixation light shot. The measurement was 
recorded after an “OK” report was received on the Sirius device, 
indicating that the measurement was of sufficient quality. During 
the AL-Scan device measurement when it was determined that the 
patient did not blink and had not fixated their eyes on the light, 
the procedure was repeated until sufficient measurement was ob-
tained.

Measurements for ACD, flat K, steep K, mean SimK, CCT, iris diam-
eter, iridocorneal angle, and anterior chamber volume (ACV) were 
recorded by the Sirius topographer. The value expected to be mea-
sured is obtained using Javal keratometry, and the SimK value is 
obtained after the Sirius instrument calculation. The width of the 
calculated zone varies according to the curvature of the measured 
cornea. CCT, ACD, 2.4 mm K flat, 2.4 mm K steep, 2.4 mm K aver-
age, 3.3 mm K flat, 3.3 mm K steep, 3.3 mm K average, and axial 
length were measured by the Nidek AL-Scan device.

Statistical Analysis
Statistical Package for Social Sciences software version 18.0 for Win-
dows (SPSS Inc.; Chicago, IL, USA) was used for statistical analysis. 
The Kolmogorov-Smirnov test was used to assess whether the data 
fit the normal distribution. The CCT, ACD, flat K-steep K-Sim K aver-
age, flat K 2.4 mm-steep K 2.4 mm-2.4 mm K, and 3.3 mm flat K-3.3 
mm steep K-3.3 mm K values corresponding to the normal distri-
bution were compared with paired t test. The CCT, ACD, and SimK 
values and the 2.4 mm K-3.3 mm K values that were measured in 
both devices were assessed in absolute agreement with Pearson’s 
correlation analysis and intraclass correlation coefficient (ICC).

Results

Of the 78 patients, 46 were females, and 32 were males. The aver-
age age of the patients was 14.46±5.15 (between 5 and 29) years, 
and the mean spherical equivalence was −0.30±1.13 D. Table 1 
shows the basic ocular measurement parameters obtained from 
the Sirius topography and AL-Scan devices.

Sirius CCT was 555.66±39.58 μm, and AL-Scan CCT was 
548.01±38.14 μm. Sirius ACD was 3.65±0.28 mm, and AL-Scan 
ACD was 3.57±0.26 mm. The Sirius CCT and Sirius ACD values were 
found to be statistically significantly higher than the AL-Scan val-
ues. In keratometry measurements, the Sirius SimK values were 
statistically significantly lower than the 2.4 mm AL-Scan and 3.3 
mm AL-Scan values. Table 2 shows the mean difference for all 
measurements between both devices, the 95% confidence interval 
for the difference, and the p-value.

A high level of correlation was found between Sirius CCT and 
AL-Scan CCT (p=0.000, r=0.974). A high level of correlation was 
found between Sirius ACD and AL-Scan ACD (p=0.000, r=0.918). A 
high correlation was found between the Sirius SimK value and the 
AL-Scan K 2.4 mm and K 3.3 mm values (p=0.000, rs=0.979 and 
0.982, respectively) (Table 3).

The ICC evaluated for absolute agreement between the Sirius CCT 
and the AL-Scan CCT tests shows high agreement. A high level of 
agreement was found between Sirius ACD and AL-Scan ACD. A high 
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Table 1. Average measurements for both devices

  Measuring device Average SD

CCT Sirius 555.66 μm 39.58

ACD Sirius 3.65 mm 0.26

SimK Sirius 43.09 1.45

Iris diameter Sirius 12.33 mm 0.38

ACV Sirius 163.55 25.13

ICA Sirius 43.83 5.75

CCT AL-Scan 548.01 μm 38.14

ACD AL-Scan 3.57 mm 0.26

K 2.4 mm AL-Scan 43.22 1.5

K 3.3 mm AL-Scan 43.2 1.47

Axial length AL-Scan 23.3 mm 0.75

CCT: central corneal thickness, ACD: anterior chamber depth, K: keratometry, 
ACV: anterior chamber volume, ICA: iridocorneal angle; SD: standart deviation



level of agreement was found between the Sirius SimK value and 
the AL-Scan K 2.4 mm and K 3.3 mm values. Table 3 shows the 
ICC between the measurements and the 95% confidence interval 
values according to the ICC.

Discussion

Many factors affect postoperative refraction, but lens power calcula-
tion formulas that are used, axial length, postoperative ELP, and cor-
neal curvature are the main factors (3, 8, 9). The preoperative ACD 
value is the main determinant value in the formula developed by 
Olsen in calculating postoperative ELP (6). For this reason, ACD has 
critical importance for refractive outcomes after cataract surgery.

A decreased ACD increases the risk of intraoperative complications 
in intraocular surgeries. In patients with pseudoexfoliation syn-
drome, zonal instability increases in the eyes with an ACD of <2.5 
mm (10). ACD is an important parameter for evaluating the risk of 
angle closure and endothelial cell injury in iris-fixated phakic IOL 
implantation (11, 12).

Nidek AL-Scan is a biometry device produced for the accurate cal-
culation of the IOL power before cataract surgery. The most com-
mon use is to make measurements and calculations for the best 
refractive result for IOL to be placed. The reliability of the Nidek 
AL-Scan device for IOL power calculation has been confirmed by 
previous studies (13, 14). It has been shown that the Nidek AL-Scan 
measurements are repeatable (15).

The Sirius topography device is used for diagnostic evaluation of 
corneal diseases and preoperative evaluation before refractive sur-
gery and cataract surgery. It has been shown in different studies 
that the reproducibility and reliability of CCT, ACD, and SimK mea-
surement parameters are very high with the Sirius device (2, 16). 
In a study conducted by utilizing the axial length values that were 
obtained with keratometry values and immersion ultrasound, 
which were determined by the Sirius topography device in the 3rd 
generation lens power calculation formulas, the mean deviation 
of postoperative refractive was found to be 0.23±0.24 D (17). It 
has been reported that good results can be obtained using the 
Sirius topography device in the eyes that have not been operated 
previously (17).

Front segment topography devices and biometry devices were 
compared in different studies. In a study comparing the ACD in 
the Galilei device and Al-Scan devices that use double rotating 
Scheimpflug camera and Placido topography, despite the higher 
values obtained in the ACD Galilean device, a high agreement 
was determined between the measurements (18). It has been sug-
gested in the study that the effect of CCT on the ACD value should 
be investigated in order to be able to fully understand how much 
difference of ACD is related to corneal thickness. Yağcı et al. (15) 
compared Nidek Al-Scan and Galilei devices among normal indi-
viduals and patients with keratoconus, and the CCT and ACD values 
are found to be higher in the Galilei device. In addition, although 
the CCT, ACD, and keratometry values in both devices were found 
to be highly compatible in normal individuals, in patients with 
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Table 2. Comparison of CCT, ACD, and keratometry data obtained from Sirius and AL-Scan

                                  95% confidence interval of difference 

  Average difference Lower limit Upper limit p*

CCT Sirius CCT AL-Scan 7.56 6.08 9.03 0.000

ACD Sirius ACD AL-Scan 0.07 0.06 0.09 0.000

Sirius SimK K 2.4mm AL-Scan -0.102 -0.152 -0.051 0.000

Sirius SimK K 3.3mm AL-Scan -0.090 -0.136 -0.045 0.000

K flat Sirius K flat 2.4mm AL-Scan -0.063 -0.108 -0.019 0.006

K flat Sirius K flat 3.3mm AL-Scan -0.041 -0.081 0.000 0.047

K steep Sirius K steep 2.4mm AL-Scan -0.136 -0.201 -0.071 0.000

K steep Sirius K dik 3.3mm AL-Scan -0.107 -0.172 -0.041 0.002

K 2.4mm AL-Scan K 3.3mm AL-Scan 0.014 -0.009 0.037 0.225

K flat 2.4mm AL-Scan K flat 3.3mm AL-Scan 0.023 0.001 0.044 0.037

K steep 2.4mm AL-Scan K steep 3.3mm AL-Scan 0.029 -0.010 0.069 0.146

*Paired t test. CCT: central corneal thickness, ACD: anterior chamber depth, K: keratometry

Table 3. Pearson correlation analysis and absolute agreement analysis with ICC

   
Pearson correlation

                      95% confidence interval according to ICC 

   coefficient ICC Lower limit Upper limit p

CCT Sirius CTT AL-Scan 0.974 0.977 0.89 0.991 0.00

ACD Sirius ACD AL-Scan 0.918 0.935 0.806 0.969 0.00

Sirius SimK K 2.4mm AL-Scan 0.979 0.988 0.982 0.992 0.00

Sirius SimK K 3.3mm AL-Scan 0.982 0.99 0.985 0.993 0.00

CCT: central corneal thickness, ACD: anterior chamber depth, K: keratometry



keratoconus, only the ACD values were found to have compatible 
measurements.

In the literature, similar to our study, in a comparative study of Ni-
dek AL-Scan and Sirius tomography measurements that were per-
formed on an adult patient group, a high correlation between CCT, 
ACD, and keratometry measurements was found (19). In our study, 
a high correlation between CCT, ACD, SimK Sirius, and K 2.4-3.3 mm 
AL-Scan supports that the correlation continues in all age groups.

In studies comparing Galilei with AL-Scan and Sirius with AL-Scan 
measurements in normal subjects, the CCT and ACD values that 
were measured by Galilei and Sirius devices being higher but com-
patible might result from Galilei and Sirius devices having similar 
mechanisms.

A correct calculation of CCT is vitally important in pre-refractive 
surgeries and IOL calculations in patients with glaucoma. The 
thicker CCT value that we determined on our Sirius device in our 
study is a condition that should be considered when evaluating a 
patient with glaucoma.

Conclusion

The fact that the biometric ACD was lower in our study than the 
topographic ACD indicates that the formulas for lens power calcu-
lation may give different results depending on the measurements 
obtained on different devices due to the different measurements 
between the devices. Although there is a high correlation and 
agreement between the measurements obtained from both de-
vices, the clinical significance of the difference can be determined 
by clinical trials by investigating how many postoperative refrac-
tive deviations from both devices can be attributed.
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