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BACKGROUND/AIMS
Automated Auditory Brain Response (AABR) devices are unique tools for neonate hearing screening programs. Contemporary utiliza-
tion of AABR devices is based on two stimuli called chirp and click. The first study objective was to identify any possible differences in 
chirp and click stimulus results of the AABR devices in neonates. The second aim was to investigate any possible risk factor that could 
affect the results of each stimulus.

MATERIAL and METHODS
Chirp and click stimuli were applied to each neonate using the AABR devices. Results were recorded automatically as pass or failed. 
Those with failed results were called after month for a retest. Hearing loss risk factors were obtained from the parents and caregivers. 

RESULTS
Twenty-one of the fifty-eight chirp stimuli gave negative results on the AABR in the second AABR test. Twenty-nine of the seventy-six 
click stimuli on the AABR gave a failed result on retest. The most common risk factors were consanguineous marriage of parents (n=184), 
history of being admitted to the neonatal intensive care unit (n=119), and jaundice (n=102). In addition, hearing loss was not detected in any 
neonate and was therefore not considered to significantly affect the results of the chirp or click stimulus on the AABR.

CONCLUSION
We were unable to prove that the chirp stimulus could be replaced by the click stimuli in neonatal hearing screening using AABR device. 
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INTRODUCTION
Early detection of hearing loss is essential for the development of social, linguistic and cognitive functions; thus, neonatal 
hearing screening programs are performed worldwide. An ideal neonatal hearing screening test could detect hearing 
loss of ≥ 35 decibels (dB) in the better ear in infants aged ≤ 3 mon (1). Auditory brainstem response (ABR) and otoacoustic 
emissions (OAE) are the most commonly accepted and performed universal tests (2). Despite being a time-consuming 
procedure compared to OAEs, some reports have shown that ABRs are more sensitive than otoacoustic emissions (3, 4). 

 Automated auditory brainstem response (AABR) is a useful type of ABR for rapid screening of the hearing ability of 
newborns. AABR is performed using click or chirp stimuli. A stimulus is a wave that results in a neural activity response. 
Theoretically, click stimulus starts an earlier neural activity in the broad areas of the basillar membrane than the apical 
part of the cochlear nerve. This tonotopic activation of the cochlear nerve by click stimulus could cause temporal delays. 
For preventing these temporal delays, the chirp stimuli were created. Chirp stimuli include both higher and lower frequen-
cies. Theoretically, chirp stimuli stimulates different parts of the cochlear nerve simultaneously (5). The chirp stimulus is 
superior for the identification of waves or latencies resulting from auditory neural response (6, 7). 
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 It has been hypothesized that chirp stimulus in newborn scans 
provides faster and safer results than click stimulus in the eval-
uation of auditory brain responses (8). However, few studies 
have assessed the clinical application of screening for neonate 
hearing ability using the chirp versus the click stimuli with an au-
tomated ABR device. The main purpose of this article was to 
identify if there was any significant difference in the neonate 
hearing screening between the chirp and click stimuli using an 
AABR device.

MATERIAL and METHODS
This prospective study includes the results of hearing screening 
tests performed from November 2018 to February 2019. Hearing 
screening was performed using Maico Diagnostic MB 11 Bera-
phone (Maico Diagnostics, Berlin, Germany®) (chirp stimuli) 
and GSI AUDIOscreener (Grason-Stadler, Minnesota, United 
States®) (click stimuli) AABR devices with a different kind of 
stimulus in soundproof rooms. Maico Diagnostic MB 11 Bera-
phone (®) device (CE-Chirp TM) includes a chirp wave with a 
repetition rate of 93/s delivered at 35 dB HL. GSI AUDIOscreen-
er (®) has a click wave 100 µs width, and a stimulus rate of 32–
62 per second. The input frequency range of the GSI AUDIO-
screener (®) ranges from 30–3000 Hz.

 AABR was performed in natural sleep and sedation. Only one 
kind of stimuli (chirp or click) was applied to each baby. Two 
groups were created as per the types of stimuli.

The results of each newborn hearing screening were interpreted 
as “pass” or “fail” automatically by the Maico Diagnostic MB 11 
Beraphone (®) and GSI AUDIOscreener (®) AABR devices. The 
passing criteria for neonatal hearing screening were defined 
as the detection of hearing level at 35 dB HL at a single device. 
Those for whom “fail” result was obtained were scheduled for a 
reevaluation after 1 mon. As per our hearing policy, if one of the 
ears did not pass AABR, we accepted the result as a failure and 
planned further investigation.

Information regarding demographic variables and risk factors 
was obtained from the parents or caregivers. The risk factors 
were categorized as follows. Based on the age, the subjects 
were classified as newborns (≤28 d old) and infants (>28 d old). 
A cut off of 1500 g was used to classify the subjects as per birth 
weight. Duration of pregnancy was classified as >38 wk or <38 
wk. Intensive care history was defined by the implementation of 
mechanical ventilation for at least 5 d.

The following risk factors were estimated: consanguineous mar-
riage of parents, hearing loss event in the family, speech disor-
der event in the family, history of phototherapy treatment, and 
drug use by the mother during pregnancy. The effect of these 

risk factors was investigated in those two stimuli groups sepa-
rately. 

Written informed consent was obtained from parents or care-
givers of all the patients. Ethical approval was obtained from 
the University of Gaziantep Ethical Committee (approval num-
ber of 2019/116).

Statistical Analysis
The categorical variables of two independent groups were 
compared using Chi-Square test. For predicting multiple risk 
factors, multiple logistic regression models were used. Odds ra-
tios were calculated for each risk factor with a 95% confidence 
interval. All Statistical analyses were performed using the Sta-
tistical Package for Social Sciences software version 22.0 (IBM 
SPSS Corp.; Armonk, NY, USA).

RESULTS
Both the ears of 609 subjects (294 girls and 315 boys) were 
screened with an AABR device at the University of Gaziantep 
Audiology department. Three hundred and thirteen of these 
patients were provided the chirp stimulus and the others were 
provided the click stimulus. The mean age (day) of the subjects 
was 23,4±8,9 (range 1–45); the average age of those in the chirp 
group was 23,9±9,2 (range 1–45) and that of those in the click 
group was 22,9±7,6 (range 1–44). The chirp group had 144 men 
and 152 women; the click group had 151 men and 162 women. The 
chirp and click stimulus groups did not show any significant dif-
ference based on age (p>0,005) or sex (p>0,005).

Total 134 patients failed in the initial hearing assessment. Fif-
ty-eight of those who failed were screened using the click 
stimulus, and 76 were screened using the chirp stimulus. Fur-
ther, 44 of those in the click group failed bilaterally, that is, in 
both ears. In contrast, 49 subjects in the chirp group failed 
bilaterally. One month thereafter, the chirp and click stim-
uli were applied again for the 134 subjects who failed the 
test. The same stimuli were given to the same subject, and 
the same stimuli were applied in the first test and the retest. 
Failed chirp results were found in 21 of the 58 subjects who 
failed the first test. Twenty-nine of 76 babies failed the AABR 
control tests with the click stimuli. However, the parents of 
only 1 patient have applied to our clinic for clinical ABR after 
the failure of two AABR tests. 

Based on the results of the second hearing screening, the ef-
fect of stimulus type (click and chirp) used in AABR on hearing 
screening was not significant (p=0,817). The risk factors that 
were evaluated have been shown in Table 1 and 2 for different 
stimuli. 

The most common risk factors for hearing loss were consan-
guineous marriage of parents (n=184), followed by history of 
admission to neonatal intensive care unit (NICU) (n=119), and 
jaundice (n=102). One multivariate analysis was performed 
for the click and chirp groups after multiple binary regression 
models were created. The risk factors were displayed sepa-
rately for chirp stimulus in Table 1 and for click stimulus in Ta-
ble 2. Multivariate analysis identified that the evaluated risk 
factors did not significantly influence the results of the ABR to 
chirp or click stimulus.
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Main Points:

• Neonatal hearing screening is crucial for the early detec-
tion of hearing loss individuals.

• AABR is a universal gold standard for detecting hearing 
loss in neonates.

• Despite the broad usage of chirp stimulus, click stimulus 
also demonstrates accurate results.



DISCUSSION
As per our findings, AABR neonatal hearing screening results 
using the chirp stimuli were not superior to those obtained using 
the click stimuli. 

There was no statistical evidence regarding the type of stimuli 
as per the results of the hearing screening in neonates. However, 
there was a marked trend for the use of the chirp stimuli for the 
screening of neonate hearing. 

Both the stimuli were equally effective. Previous research sug-
gests that narrow band chirp stimuli were expressed as a fast 
and reliable assessment of auditory thresholds as compared to 
click stimuli (9, 10). Moreover, the chirp stimuli provide more evi-
dent V wave configuration than the click stimuli in the evaluation 
of the auditory neural pathway (5, 6, 11). This discrepancy in the 
findings and previous reports may be related to the automated 
ABR devices rather than the stimulus type. When compared to 
diagnostic ABR, nearly 40% of the infants with hearing loss over 
45 dB hearing level passed the test using the AABR device (12). 
This finding was believed to be related to non-auditory neural 
activity or electromagnetic background noise that could be mis-
interpreted using the AABR device (12). 

The most common risk factor for neonate hearing loss in this 
study was consanguineous marriage of parents; this result 
was contradictory to that reported by previous studies (13, 14) 
and may be related to social factors in our region. The second 
common risk factor was a history of NICU admission. MB11 BE-
RAphone with chirp stimuli was compared with a standard 
conventional ABR with click stimuli; the sensitivity was 100% 
and specificity was 96.8% by Melagrana et al. at NICU(ok) (15). 
Based on studies with a different design, Gustini et al. and Mei-
er et al. displayed similar results in the comparison of chirp and 
click stimuli with AABR (16, 17). Consistent with our findings, the 
aforementioned articles did not absolutely recommend the re-
placement of one stimulus by another.

The following was a study limitation: low application rates of 
patients who did not pass the second AABR disallowed further 
investigation that would enable a comparison of our results with 
those of diagnostic ABR. The second limitation of this study was 
that we did not apply two different stimuli in the same neonates. 
A further study of applying both click and chirp stimulus to the 
same neonate may enhance the findings of this study.

In conclusion, we believe that the chirp stimulus cannot be re-
placed by the click stimuli in neonatal hearing screening using 
an AABR device. Moreover, we could not conclude that a cer-
tain type of stimulus had a noticeable effect on hearing screen-
ing in newborns with risk factors.
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TABLE 2. Results of the multivariate analysis for click stimuli 

   95%CI for OR

Variable p OR Lower Upper

Sex 0.082 0.39 0.149 1.018

Age (days) 0.993 0.998 0.596 1.67

Birth weight 0.26 1.644 1.37 1.97

Consanguineous marriage  0.936 1.042 0.384 2.825

Family history of hearing loss 0.3 0.293 0.025 3.391

Family history of speech disorder  0.727 0.609 0.37 10.12

Pregnancy duration 0.068 1.074 0.973 1.186

Intensive care history 0.072 0.42 0.163 0.635

Hyperbilirubinemia with exchange 
transfusion 0.134 0.327 0.072 1.489

Ototoxic Drug Use 0.727 0.609 0.037 10.124

TABLE 1. Results of the multivariate analysis for chirp stimuli 

   95%CI for OR

Variable p OR Lower Upper
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Family history of speech disorder  0.18 0.919 0.835 1.011

Pregnancy duration 0.181 1.050 0.954 1.155

Intensive care history 0.696 0.727 0.146 3.614

Hyperbilirubinemia with exchange  
transfusion 0.278 0.946 0.876 1.022

Ototoxic Drug Use 0.447 0.973 0.922 1.027
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